Summary
=======

CORADS-AI is a freely accessible deep learning algorithm that automatically assigns CO-RADS and CT severity scores to non-contrast CT scans of patients suspected of COVID-19 with high diagnostic performance.

Key Results
===========

1.  ■ CORADS-AI predicted scores from chest CT exams that were within one CO-RADS category in 81% of the patients and within one CT severity score point per lobe in 94% of the patients compared to readings by eight independent human observers.

2.  ■ CORADS-AI identified patients with COVID-19 from chest CT exams with an AUC of 0.95 in an internal cohort and with an AUC of 0.88 in an external cohort.

Introduction {#s1}
============

During the COVID-19 pandemic, chest CT imaging has been found useful for diagnosis and follow-up of COVID-19 patients ([@r1]). Standardized CT scoring systems, such as CO-RADS ([@r2]), have been advocated to improve the communication between radiologists and other healthcare providers by translating radiological findings into standardized scores ([@r2]-[@r4]). The CO-RADS scoring system assigns scores from 1 to 5 that increase with the level of suspicion of COVID-19 based on features seen on an unenhanced chest CT. Additionally, beyond assessing the likelihood of COVID-19, this and similar scoring systems also report on the extent of parenchymal involvement by assigning a CT severity score (CTSS) to patients with high suspicion of COVID-19 ([@r5], [@r6]). Such standardized scoring systems enable fast and consistent clinical decision making, especially valuable in these enduring times of crisis ([@r2], [@r3]).

Artificial Intelligence (AI) using deep learning has been advocated for automated reading of COVID-19 CT scans, including diagnosing COVID-19 ([@r7]-[@r14]) and quantifying parenchymal involvement ([@r15]-[@r18]). While these studies illustrate the potential of AI algorithms, their practical value is debatable ([@r19]). Without adhering to radiological reporting standards, it is doubtful whether these algorithms provide any real benefit in addition to or instead of manual reading, limiting their adoption in daily practice. Also, algorithms that follow a standardized scoring system need validation to confirm that they assign scores in a similar way to radiologists and can identify COVID-19 positive patients with similar or even better performance.

The purpose of this study was to develop and validate an AI algorithm (CORADS-AI) that automatically scores chest CT scans of patients with suspected COVID-19 according to the CO-RADS and CT severity score systems. We compared CORADS-AI with readings of eight observers and to clinical assessment of the patients including RT-PCR testing.

Materials and Methods {#s2}
=====================

Medical ethics committee approval was obtained prior to the study. The need for written informed consent was waived and data was collected and anonymized in accordance with local guidelines.

Study sample
------------

We retrospectively included consecutive patients presenting at the emergency wards of an academic center and a large teaching hospital in the Netherlands in March and April 2020 and underwent chest CT imaging for clinical suspicion of moderate to severe COVID-19. Criteria for CT were symptoms of lower respiratory tract infection including cough, clinically relevant dyspnea requiring hospital admission and fever with anosmia. CO-RADS and CT severity scores were reported as part of routine interpretation of the scans. Patients without scores in their radiological report were excluded. Additionally, patients from the teaching hospital were excluded if they were known to have COVID-19 (RT-PCR proven) prior to imaging or if RT-PCR test results were missing. The CT scanners were from different manufacturers; the protocols are described in Appendix E1.

Since RT-PCR testing may initially produce false negative results, we considered patients positive for COVID-19 if they either had a positive RT-PCR or if their clinical presentation made COVID-19 probable. Criteria were the lack of an alternative diagnosis explaining the symptoms plus intensive care admission due to respiratory failure, the need for high oxygen delivery, or unexplained death during admission.

### Training and development set

The data of 476 patients from the academic center was used for model development, 520 CT scans in total. CO-RADS scores were extracted from the radiological reports. Scans scored CO-RADS 6, which signifies a positive RT-PCR prior to imaging, were rescored independently by a chest radiologist with more than 30 years of experience (E.Th.S.) who assigned CO-RADS 1-5 to simulate unknown RT-PCR status (n=52). This observer was blinded to the original radiological report and all non-imaging data except for age and sex.

### Internal test set

A prior observer study assessing CO-RADS ([@r2]) reported on the remaining 105 patients included at the academic center. The data of these patients was set aside to verify the performance of the AI model. For each patient at least one RT-PCR was available within five days after CT acquisition. The earliest available scan of each patient was scored independently following the CO-RADS classification by seven chest radiologists and one radiology resident (B.G., J.K., L.F.B., M.P., H.A.G., J.L.S., C.M.S-P., T.R.V.) using a dedicated browser-based workstation (CIRRUS[^1^](#fn2){ref-type="fn"}). Any available later scans from these 105 patients were not used in this study. The observers were familiar with the CO-RADS and CT severity scoring systems from interpreting at least 30 scans. Four of them had \<5 years of experience in reading chest CTs, the others up to 27 years. All observers were blinded to the RT-PCR test results and could therefore not assign CO-RADS 6. Instead, they assigned CO-RADS 1-5 based on their suspicion for pulmonary involvement of COVID-19. Also, they semi-quantitatively described the extent of parenchymal involvement per lobe using a predefined CT severity score on a 6-point scale (0=0%, 1=0%-5%, 2=5%-25%, 3=25%-50%, 4=50%-75%, 5=\>75%) ([@r5]).

### External test set

The data of all patients included at the teaching hospital was set aside to verify the performance of the AI model on an external cohort. All these patients underwent RT-PCR testing on the same day as CT imaging. The CO-RADS score and the total CT severity score (the sum of the scores per lobe as described above) were extracted from the radiological report of the earliest available scan of each patient.

Annotation of pulmonary lobes and opacities
-------------------------------------------

Reference delineations of lung and lobar boundaries were automatically obtained for a convenience sample of 400 scans from the training and development set and for all 105 scans in the internal test set using commercial software (LungQ v1.1.1, Thirona, Nijmegen, The Netherlands), followed by manual correction. Reference delineations of areas with ground-glass opacities, consolidation, and mixed patterns were obtained for a convenience sample of 108 scans from the training and development set as follows. Regions of parenchymal lung tissue with increased attenuation were identified with thresholding and morphological operations. Vessels and airways were removed using automatic methods. Lesion candidates in lobes not affected by COVID-19 following the radiological report were removed. The remaining lesion candidates were reviewed by a certified image analyst with at least one year of experience in correcting segmentations of pulmonary structures on chest CT exams. The analyst corrected the delineations and added and removed lesions as needed.

Automated CT scoring
--------------------

CT scans were scored fully automatically using three successively applied deep learning algorithms. These performed ([@r1]) pulmonary lobe segmentation and labeling, ([@r2]) lesion segmentation and CT severity score prediction, and ([@r3]) CO-RADS score prediction.

For lobe segmentation and labeling, we used a relational two-stage U-Net architecture specifically developed for robust pulmonary lobe segmentation ([@r20]). The model was pretrained on 4000 chest CT scans from the COPDGene study ([@r21]) and fine-tuned with 400 scans from the present study.

For CT severity score prediction, we trained a 3D U-net using the nnU-Net framework ([@r22]) in a cross-validated fashion with 108 scans and corresponding reference delineations to segment ground-glass opacities and consolidation in the lungs. The CT severity score was derived from the segmentation results by computing the percentage of affected parenchymal tissue per lobe.

For CO-RADS score prediction, we used the 3D-inflated Inception architecture ([@r23], [@r24]), a 3D extension of the state-of-the-art Inception image classification architecture ([@r25]). The model was pre-trained on the ImageNet ([@r26]) and Kinetics ([@r27]) data sets and trained with 368 CT scans from our present study to predict the corresponding CO-RADS score. The remaining scans from the training and development set were used to monitor the performance during training. Input to the model was the CT image together with areas of abnormal parenchymal lung tissue detected by the severity scoring algorithm.

Further details about the methods are provided in Appendix E2. The algorithm is freely accessible online[^2^](#fn3){ref-type="fn"}.

Statistical analysis
--------------------

Lobe segmentation was evaluated using the average Dice coefficient per lobe in the internal test set. Diagnostic performance of the automated CO-RADS scoring algorithm was evaluated using receiver operating characteristic curves (ROC) and the area under the ROC curve (AUC). Youden's index was used to determine the optimal threshold. Non-parametric bootstrapping with 1000 iterations was used to calculate 95% confidence intervals (95% CI). To quantify agreement, linearly-weighted kappa and classification accuracy were determined by comparing the predicted CO-RADS and CT severity scores to the median of all combinations of seven observers. The agreement of the AI system in terms of the linearly-weighted kappa was compared with the agreement of the left-out observer using Monte-Carlo permutation tests. CT severity scores were evaluated only for patients with a diagnosis of COVID-19. We tested for differences in demographic characteristics between training and test cohorts using t-tests (age) and chi-squared tests (sex), and for differences in sensitivity of observers and algorithm at the specificity of the observers using McNemar tests. The significance level was .05. Analyses were performed with statistical software (R 3.6.2) and Python 3.7.6 (scipy 1.5.0, sklearn 0.23.1, evalutils 0.2.3).

Results {#s3}
=======

Patient characteristics
-----------------------

A total of 581 and 262 consecutive patients were included at the academic center and the teaching hospital, respectively. Training and development set comprised 520 scans of 476 patients from the academic center, the internal test set comprised 105 scans of the remaining 105 patients. The external test set comprised 262 scans of 262 patients from the teaching hospital. Six patients were excluded due to CO-RADS scores missing from their radiological reports ([Figure 1](#fig1){ref-type="fig"}). Patient characteristics for training and test sets are given in [Table 1](#tbl1){ref-type="table"}.

![**Flowchart for patient inclusion in the training and test sets.** Note that n refers to the number of patients. The number of CT images is higher in the training set since several patients received multiple chest CT scans within the inclusion period. However, in the test sets, only the earliest available scan of each patient was used.](radiol.2020202439.fig1){#fig1}

###### 

Characteristics of the Training and Test Cohorts

![](radiol.2020202439.tbl1)

There were 58 patients with a clinical diagnosis of COVID-19 among the 105 patients in the internal test set (55%) and 179 among the 262 patients in the external test set (68%). Of these patients, 53/58 (91%) and 145/179 (81%) had a positive RT-PCR while the remaining positive patients had one or multiple negative RT-PCR tests but were diagnosed with COVID-19 based on their clinical presentation. [Table 2](#tbl2){ref-type="table"} summarizes the distribution of CO-RADS and CT severity scores according to the radiological reports. The algorithm was executed successfully on all scans in the test sets. For the 105 scans in the internal test set, median runtime of the algorithm was 212 seconds (range 146-709), while the median reading time by radiologists was 82 seconds (range 58-134).

###### 

CO-RADS and CT Severity Scores according to the Radiological Reports or according to the Radiologist Who Reviewed Scans Initially Scored CO-RADS 6 (proven COVID-19)

![](radiol.2020202439.tbl2)

Lobe segmentation
-----------------

Reference delineations of lung and lobar boundaries were available for 104 of the 105 scans in the internal test set. In one image, the lobar boundaries could not be identified due to severe emphysema and the presence of an open window thoracostomy after a Clagett procedure in the right lung. In the remaining 104 images, the average Dice scores of the automatic lobe segmentations were 95.2% ± 2.0% for the left upper lobes, 92.4% ± 10.1% for the left lower lobes, 95.2% ± 3.1% for the right upper lobes, 92.2% ± 10.7% for the right middle lobes and 94.7% ± 3.7% for the right lower lobes.

Identification of COVID-19 patients
-----------------------------------

In the internal test set, the algorithm distinguished between negative and positive COVID-19 patients with an AUC of 0.95 (95% CI: 0.91-0.98) based on the CO-RADS 5 probability that the algorithm predicted**.** At the optimal threshold, the sensitivity of the algorithm was 85.7% (95% CI: 73.1-98.2) and the specificity was 89.8% (95% CI: 79.6-100). In the external test set, the AUC was 0.88 (95% CI: 0.84-0.93) and sensitivity and specificity at the optimal threshold were 82% (95% CI: 69.7-94.3) and 80.5% (95% CI: 67.9-93.1), respectively. The corresponding ROC curves are shown in [Figure 2](#fig2){ref-type="fig"} together with the operating points of the eight observers for the internal test set, and with the operating points for the routinely reported CO-RADS scores for the external test set. In the internal test set, the mean (± standard deviation) sensitivity of the eight observers was 61.4% (± 7.9%) at a mean specificity of 99.7% (± 0.7%) based on patients that they scored CO-RADS 5. In the external test set, the CO-RADS scores reported as part of clinical routine corresponded to a sensitivity of 134 of 179 (74.9%) and a specificity of 74 of 83 (89.2%). The sensitivities and specificities of the observers for each operating point and the sensitivities of the AI algorithm at the same specificities are given in [Table 3](#tbl3){ref-type="table"}. There was enough evidence for significantly better sensitivity of the observer for only 3 of the tested 36 operating points (8.3%) of all observers combined.

![**ROC curves for automatically predicted CO-RADS 5 probability vs. COVID-19 diagnosis.** The receiver operating characteristic (ROC) curve is based on the probability that the algorithm assigned to CO-RADS 5. The shaded area around the ROC curve reflects the 95% confidence interval. *A,* The performance of the eight observers is shown as individual points on the graph for the internal test set, and, *B,* the diagnostic performance of the scores from the radiological reports is shown for the external test set. Different colors indicate different cut-offs, where patients were considered predicted COVID-19 positive if the observer assigned a CO-RADS score of 5 (orange), 4 or 5 (green), 3 to 5 (magenta), or 2 to 5 (yellow). COVID-19 diagnosis meant either a positive RT-PCR test or very high clinical suspicion of COVID-19 despite at least one negative RT-PCR test.](radiol.2020202439.fig2){#fig2}

###### 

Sensitivity of the Observers and the AI Algorithm for Identification of COVID-19 at the Specificity Levels Corresponding to Various Operating Points of the Observers

![](radiol.2020202439.tbl3)

CO-RADS score prediction
------------------------

When compared with the median CO-RADS score of all combinations of seven of the eight readers of the internal test set, the automatically assigned CO-RADS score was in absolute agreement in 54.8% (460 of 8x105=840) of the patients and within one category in 80.5% (676/840). The remaining reader was in absolute agreement in 68.2% (573/840) of the patients and within one category in 96.2% (808/840). In the external test set, AI algorithm and reference score were in absolute agreement in 64.12% (168/262) and within one category in 85.50% (224/262) of the patients. The cross-tabulated results are given in Appendix E3.

There was moderate to substantial agreement between AI-predicted CO-RADS scores and the observers according to the linearly-weighted kappa ([Table 4](#tbl4){ref-type="table"}). For the internal test set, the mean (± standard deviation) kappa was 0.60 ± 0.01 for the AI system and 0.79 ± 0.04 for the left-out observer (p\<0.001 for all observers). For the external test set, kappa was 0.69 (95% CI: 0.63-0.75) for the AI system.

###### 

Agreement of the Observers and the AI System with the Median Score Assigned by the Remaining Seven Observers in the Internal Test Set

![](radiol.2020202439.tbl4)

CT severity score prediction
----------------------------

Since the automatic prediction is based on a segmentation of the lobes and abnormal regions in the lung, the algorithm outputs the percentage of affected parenchymal tissue rather than just the categorical severity score. [Figure 3](#fig3){ref-type="fig"} depicts the percentage of affected parenchymal tissue per lobe with respect to the median severity score of the readers in the internal test set. The predicted score was in absolute agreement with the median score of all combinations of seven of the eight observers in 17.2% (80 of 8x58 positive patients = 464) and deviated by not more than one point per lobe, i.e., 5 points in total, in 94.0% (436/464). In the external test set, the radiological reports contained severity scores for 163 of the 179 positive patients. The AI algorithm was in absolute agreement with these scores in 17 of 163 (10.4%) patients and within one point per lobe in 146 of 163 (89.6%).

![**CT severity score predictions vs. median of observer scores.** Shown as box plots are the distribution of the percentage of affected lung parenchyma per lobe according to the automatic lesion (affected volume) and lobe segmentations (total volume) for the internal test set. The notch in each box plot illustrates the 95% confidence interval around the median. The CT severity score cut-offs are marked on the y-axis.](radiol.2020202439.fig3){#fig3}

There was moderate agreement between AI-predicted severity scores and the observers according to the linearly-weighted kappa ([Table 4](#tbl4){ref-type="table"}). For the internal test set, the mean (± standard deviation) kappa was 0.54 ± 0.01 for the AI system and 0.77 ± 0.03 for the left-out observer (p\<0.001 for all observers). For the external test set, kappa was 0.49 (95% CI: 0.41-0.56) for the AI system.

Representative examples of lobe segmentation results, CO-RADS score predictions and CT severity score predictions with corresponding pulmonary lesions are shown in [Figures 4 to 6](#fig4 fig5 fig6){ref-type="fig"} and in Appendix E4.

![**CO-RADS and CT severity score predictions for a COVID-19 positive case with extensive parenchymal involvement.** 73-year-old woman with positive RT-PCR test result. Non-contrast CT scan in coronal view (top row), overlaid with the automatic lobe segmentation (middle row) and the detected areas of abnormal parenchymal lung tissue (bottom row). This figure also shows the probabilities that the artificial intelligence model assigned to each CO-RADS category (bottom left), and the computed percentages of affected parenchymal tissue and the corresponding CT Severity Score (CTSS) per lobe per lobe (bottom right). The eight observers scored this case 3x CO-RADS 3, 1x CO-RADS 4 and 4x CO-RADS 5.](radiol.2020202439.fig4){#fig4}

![**CO-RADS and CT severity score predictions for a COVID-19 positive case with little parenchymal involvement.** 18-year-old man with positive RT-PCR test result. Non-contrast CT scan in coronal view (top row), overlaid with the automatic lobe segmentation (middle row) and the detected areas of abnormal parenchymal lung tissue (bottom row). This figure also shows the probabilities that the artificial intelligence model assigned to each CO-RADS category (bottom left), and the computed percentages of affected parenchymal tissue and the corresponding CT Severity Score (CTSS) per lobe (bottom right). The eight observers scored this case 2x CO-RADS 1, 5x CO-RADS 2 and 1x CO-RADS 3.](radiol.2020202439.fig5){#fig5}

![**CO-RADS and CT severity score predictions for a COVID-19 negative case.** 54-year-old man with negative RT-PCR test result. Non-contrast CT scan in coronal view (top row), overlaid with the automatic lobe segmentation (middle row) and the detected areas of abnormal parenchymal lung tissue (bottom row). This figure also shows the probabilities that the artificial intelligence model assigned to each CO-RADS category (bottom left), and the computed percentages of affected parenchymal tissue and the corresponding CT Severity Score (CTSS) per lobe (bottom right). The eight observers scored this case 3x CO-RADS 1, 3x CO-RADS 2, and 2x CO-RADS 3.](radiol.2020202439.fig6){#fig6}

Discussion {#s4}
==========

AI might be helpful in interpreting CT scans of patients with high suspicion of COVID-19, especially when it produces standardized output that radiologists and other healthcare providers are familiar with. In this study, we evaluated the performance of an AI system for automated scoring of chest CT scans of patients suspected of COVID-19 based on the CORADS and CT severity score classifications. This system identified COVID-19 patients with high diagnostic performance, achieving an AUC of 0.95 on the test set with similar sensitivity and specificity as the eight observers, and 0.88 on the external test set. The automated CORADS was in good agreement with the observers, although agreement was significantly higher between observers (mean kappa of 0.60 for AI vs. 0.79 inter-observer, p\<0.001). Likewise, the automated CT severity score agreed well with the observers with a mean kapa of 0.54 ± 0.01, which was also lower than the agreement between the observers (kappa of 0.77 ± 0.03, p\<0.001). An explanation may be that visually estimating the amount of affected lung parenchyma is subjective; studies have shown that human readers tend to overestimate the extent of disease ([@r28]). In the four cases where automatic measurements were \>10 points higher than the reference, underlying causes were severe motion artifacts in three cases and one patient with opacifications caused by aspiration pneumonia. This underlines the importance of verification of automatically determined severity scores by humans.

In the short period since the outbreak, many groups have already developed AI algorithms for diagnosing COVID-19. Shi et al.([@r29]) and Ito et al.([@r30]) provide overviews of the proposed approaches. Most studies analyze small data sets and employ two-dimensional (2D) neural network architectures on axial sections. One of the first large studies by Li et al. ([@r9]) with such a 2D approach showed performance on an independent test set comparable to ours but did not compare AI results with human reading. We experimented with their CovNet architecture but found that our three-dimensional inflated Inception approach gave higher performance. Zhang et al. ([@r17]) also followed a 2D approach and showed on a large data set that segmentation of lesions per axial section and feeding these slices into a classification network gave excellent results on several Chinese data sets, outperforming junior radiologists. Their method separates consolidations and ground glass lesions, and this seems a promising approach. We followed the CT severity score that is part of CO-RADS and therefore have not separated different types of lesions. When tested on data from Ecuador, performance of their system dropped considerably. We also saw reduced performance on the external validation set for our method, but for that set the CO-RADS scores obtained from routine practice also showed lower performance, comparable to the AI system. Similarly, Bai et al. ([@r12]) obtained good results with a 2D approach (AUC 0.95), reducing to an AUC 0.90 on external data. To optimize AI software for data from different hospitals, Xu et al.([@r31]) implemented a federated learning approach for COVID-19 diagnosis from CT and showed this may lead to better performance on external data.

Mei et al. ([@r18]) developed a COVID-19 AI diagnosis system and tested it on a held-out set of 279 patients. They followed a similar 2D approach as the methods discussed previously, but they added a separate neural network analyzing clinical symptoms and five laboratory findings. The combination of both networks provided the best performance (AUC 0.92). Given the overlap of morphological features with other non-COVID-19-related diseases, our study could be advanced with an AI analysis of imaging, clinical signs, and routine laboratory parameters. There are other studies that used visual scoring of imaging data and have demonstrated the potential of such a combined approach ([@r32], [@r33]).

None of the previously published works followed a standardized reporting scheme, and therefore these systems provide an unstandardized, uncalibrated output. The lack of explainability of the output of AI systems is often seen as a limitation. By adhering to a standardized reporting system already validated in human observers ([@r2]), the proposed system overcomes this obstacle. The lobar output of the CT severity system is also familiar to radiologists. We did not find any other publications where the accuracy of automated lobar segmentation and lesion segmentation in CT scans of COVID-19 suspects was quantitatively evaluated and compared with human readers.

Our study has several limitations. First, we trained the AI system with data from a single medical center. More training is needed with multi-center data sets. Second, the study sample represented the population of patients that presented in a high-prevalence situation at our hospital and receive chest CT scans due to suspicion of COVID-19. There were only a limited number of patients with extensive pre-existing lung disease in the training set. Third, inclusion of the study group took place after the influenza and RS-virus season. Consequently, most CT images in this study were either normal or demonstrated COVID-19 features. Ultimately, AI systems need to be trained with a larger dataset before they can be expected to correctly interpret studies with overlapping abnormalities due to other types of pneumonia or other diseases such as congestive heart failure, pulmonary fibrosis or acute respiratory distress syndrome in non-COVID-19 patients.

In conclusion, our study demonstrates that an AI system can identify COVID-19 positive patients based on unenhanced chest CT images with diagnostic performance comparable to that of radiological observers. It is noteworthy that the algorithm was trained to adhere to the CO-RADS categories and is thus directly interpretable by radiologists. We believe the AI system may be of use to support radiologists in standardized CT reporting during busy periods. The automatically assessed CT severity scores per lobe may have prognostic information and could be used to quantify lung damage, also during patient follow-up.
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Available at [*https://grand-challenge.org/reader-studies/*](https://grand-challenge.org/reader-studies/)

<https://grand-challenge.org/algorithms/corads-ai/>
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